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. ATH n(l ! i f‘;
MISSOURI DEPARTMENT OF HEALTH LCOHOL Pronra;
STATE PUBLIC HEALTH LABORATCRY . I

DATAMASTER MAINTENANCE REPORT =5 20m

' Gomplela this report in duplicate at the time of the regular monthly preventlve maintenangs {}ﬂ)e;k.‘and whanever instrument
Is repaired. Send copy to Departinent of Heallh; ratam orlginal in department fite, Pl

OATAMASTER 54 DATE oﬂwmﬂbn
950088 . ]06-05-2009
LOGATION OF INSTRUMENY (STREET AND (‘-Ih'l TIMEOF INSPECTION
Velda City Police Dept. 2566 Lucas & Hunt Rd, Saint Louis, MO 63121 11:29 AM

CHECKLIST: Place a check (¥) to thé left of each item if fourid 16 be satisfactory or i operating within establishad timits. (Write
in observed vaiuss where determined.) Unchecked items must be corrected before using instrument.

DIAGNOSTIC GHECK (PRINTOUT ATTAGHED)

K computen ' [21 DETEGTOR

%4 PFA%AOC;HAMA - M eiLrens

[Z] HEATERS SAMPLE GHAMBER 13 c QUARTZ STANDARD
I FLOw DEYEGTOR - GALIBRATION

i pumpriorsPeED, - [ pawen

& INDICATOH LIGHTS

%4 TIME.AND DATE

& SIMULA.TOR TEMPEHATURE (34 2C £ 0.2°C) 34 0 C

[ ] GALIBRATION CHECK -

Run three tests using.-a standard solution. All three: testa musl-be within + 5% of the standard value :and- must have a
spread of /005 ‘or ess, Check the -hox- corresponding to-the standard solution:being used, (FRINTQUT ATTACHED) (USE
HECIRCULATION PUMP}

b 0.100% STANDARD - MUST READ BETWEEN 0.095% and 0.105% INGLUSIVE:
[ 0.040% STANDARD - MUST-READ BETWEEN 0.038% ‘and 0.042% INCLUSIVE
(ONLY. ONE STANDARD IS TO BE USED PER MAINTENANCE REPORT)

TEST'! li"' 099 _ TEST2 W 100 TEST3 W ‘ 100

E PEHFORM H F.: TEST (F’RINTOUT ATTAGHED)

E] NUMBER ‘OF REFUSALS, SINCE.LAST MAINTENANCE REPORT,: AND NUMBER OF BREATH TESTS IN EACH RANGE AS
FOLLOWS: (DONOT INCLUOE SIMULATOR' TESTS)

REFUSALS O [(0-04) 10:17 hrs. |(5-. o‘gi 0 {,10-.14) 1 ('1& 19) 0 (Over.i8) 0
List apy new parts and describé any alteration or modification that-was made to restoré the instrument. to-opérate satisfactorily
and within established fimits (Use othet side If hecessary)

RepCo Marketing Inc, .10 % solution, LOT #08002, Expires Qctober 13, 2010. Instrument meets DOH specifications.,
Datamastcr Eprom software ch1p meplaced on 06- 04—09 as mandated by the MlSSO‘I.ll'l DHSS

| INSPECTING OFFICER

[siaNATURE ¢ L o PRINT NAME
| g Danicl Paulino
TYPE.It PERMIT NUMBER/EXPIRATION DATE . TEtE?‘HéNE NUMBER
820237 expirest7—31-2010 (314) 382-7004
MO SBO-T462{5 94} o AN EQUAL DPPORTUNII YIAFF IRMATIVE ACTION EVPLOYER Lsb115"

SEVTRL prgTeded O B nORdONH MONGTY DALY




Jun 0S5 2009 11:53AM HP LASERJET FAX

G rTe4
9138765480

ARKETING INC.
REPCO M 3‘0‘;5?95;0{'{‘{6800“ DP\i\’E

CERTIFICATE OX ANALYSIS

Rundotn samples of lot number 08002 of Alcohol Certified Solution for
simulator were analyzed by an independent laboratory utilizing a gas
chromatograph and found to contain ,1209 gms/dl wt. fvol. ethyl alcohol.

The alcohol and distifted water used in the solution were found to be
fiee of any mtorfonng substance

When used in & calibrated simulator, operating at 34 ¢ +/-.2 ¢, this solution
will give an aloohol breath test instrument reading of J0Q percent BAC +/- 2% or
002 BAC ( whichever is greater), o

The expiration date for this lot numbet is October 13, 2010 at 11:59PM.

This document s a true representation of the original Certificato of Analysis,

c Mﬁfg&{%

Ceoll B. Garaer, President -
RepCe Ma Le(mg. Ine,

© FormRC-01
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REPCO MARKETING INC.

31101185 STOHYBROOK ORLE

RALEWGH. R, 27004
219 8765480

CERTIFICATE OF ANALYSIS

. MANUFACTURER AND SUI’PLIEIL RepC‘o Marketing, Inc.
LOT NUMBER: 08002 A
EXPIRATION DATE: October 13,2010 at 11:59 pam.

RepCo Marketing, Inc. certifies the following:
RepCo Marketing, Ine. menufactured, tested and supplied Lot’
. Number 08002 of Aleohol Certified Solution for simulafors. Random
samples of said lot number wero analyzed Utllmg a gas chromatograph and -
. found to contain 0.1209 gms/d] wifvol ethyl alcohol in aqueaus solution (i.c.
ethanol),
The aleohol and distilled water used in the solution were found to be
free of any intecfering subsbanoe
. This solution will produce o vapor alcohol value of 0.100% +/-3%
when heated to 34 Degrecs Celsius 4/-0.2 Degrees Celsms in & simulator,
) The date of manufacture for this Iot number is October 14, 2008. The
- explration date for this lot number is October: 13,2010 at 11:59 P
This document is a frue mpmsenraﬁon of the original Certificate of

Analysis. ' |

Cecil B. Gamer, President
~ RepCo Marking, Inc,

Fara MO 01
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BAC DataMaster “. “ DAU LALdIViadLCL

__ Evidence Ticket o M Evidence Ticket

, ". n . . —

M STATE OF MISSOURI STATE OF HISSOURD

i VELDR CITY POLICE DEPARTHENT C YELDA CITY POLICE DEPARTHENT
SRC TRTEMASTER SERIAL MUMBER 950088 w, BAC IATARASTER SERIAL NRMEER 950953
"‘ PE/B5/83 .__ , 952503

W 1129
TESTING (FFICER: ” |
: eetl IND/DRHIEL ;

CFFICER 1.D.: 384 L. _
OERMIT MUMBER: 528037 . ﬁ
EXPIRATION DATE: p7/3L/18
MTSCELLANEDUS DRTHE

—— DIAGNOSTIC CHECK —
CONPLTER? OKRY

m PROGRAN (G4-G7-2005)  OKRY

g e AP Bk b R AT s T TEET ——

- SUPERWISOR MODE —- M _ HEFTERS
TAMDY E CHEMTET

TLAMK TES . 208 w0 R e

TRTESNRL STRNDARE ERIFIED  11:44 : _ FLON DETECTOR: . D¥RY

EXTERNAL STRANIFRD 593 11340 | |

B TEST 7 v L S R ,

EXTERKAL STAMDARD 199 1114 m .+ HIGH SPEED: OKAY
i BLRK TEST .28 tliag L :
{0 ERTEREL STRNDRRD .im 1142 : TECTOR: - GERY
_ AN TEST Ro 11:43 I
3. | __ Jr1ters: R

o o ; ¥ it

SIN. = . e | _ GUARTZ STRNDARD: OKRY

H5. = WJE95 i . .

. “ CALIBRATION: OKRY

‘ PRINTER TEST
Lagaeer ¢ Ypgy— /1234567891 1{=0TeARCTEFS
“ HIJKLMHOPERST LY ZINTAL  aboded ahi sk lnno
i parstunAgzZ | P

.._ﬂ . H_
. o@_ﬁaﬂm_ﬁ__ui ..\\mmw m R U, .

Esﬁga&%nsﬁisavgag CMSL 220802 : . Printed on recycled paper with agribased CMSU 2208-02
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Face This Side Down — This Edge In First

| k BAC DataMaster
i Evidence Ticket

- STHTE OF MISSOURI
YELDA CITY POLICE DEPARTHENMT'

BRC DATAMASTER SERIAL NUMBER 95e032
Gt 85,63

ARREST TINME: 11:00
SUBJECT HAME:
DOE,JCHN
-DOR: @8lrB1s61 SEx: M
STRTE/B. L.t MO/ 12345675%
HREESTING OFFICER:
FRUL INO/DANIEL
GFFICER 1.D.t 304
TESTING UFFICER:
PRULIMU/DANIEL
OFFICER 1.D.: 304
PERMIT MUMBER: S2@237

EAPIRATION DATE: @v/21716 -
MISCELLAMEDUS DATA:
RF1 TEST
;:;::} -~= BREATH ANALYSIS ~—
BLANK TEST - .08 11843
' IMTERNAL STANDARD VERIFIED  11:45

RRIID IMTERFERENCE

L PVl s s e o o it mmr o s o
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State of Wissourd
DEPARTMENT OF HEALTH

PE RN
YPET

NANIEL PAULING

{s brereby authorized to iastouct. and supervise opecalors, (cain insteuctors, inspect,
calkibeale, peclorm field cepaics, and operale (v [olloving breath analyzec(s}:

DATAMASTER

fix i determtaation of the afcotiolic contenl of blood feom s ratmple of expired (alveolad)
ale. ssued vader (he provisions of sections 5T7.020 (twrough STI 041, ASKo 1965,

o 0731108 O e At
820237 Dirobac of Sute P Heatt Labracrlany
“tlaber I VO
01/3172010 '
Enivés L

- ' Dricecton, Do aderoed ol Heolth
/ wosninteq : R




